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I nstructions for Use: 

1 . Clean the area to which the light would be applied. 

2. Hold Emjoi® Clear Skin as close as possible to the 
area to which the light would be applied (without touching 
the skin), if the light applicator accidentally touches the 
skin, clean the light tip with alcohol before using again. 

3 . Turn the light applicator on and illuminate for three minutes, 
the spot to which the light should be applied. 

4. Repeat the application 3-4 times daily, as necessary. 

5. To ensure proper light intensity, change batteries after 
every 10 application. 

6. For hygienic reasons, the Emjoi® Clear Skin is for 
your personal use only. 
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Caution: 

1 . Do not look directly into the light source. 

2. Keep eyes protected during facial applications. 

3. This product should not be used by individuals who are 
sensitive to the sun or intense light or are taking any 
medication which causes sensitivity to light. 

4. Emjoi® Clear Skin should only be used as directed 
and is not a substitute for professional skin care. 

5. If you suffer from any medical condition, you should 
consult with your health care provider before using this 
or any other product. 

Requires two AAA batteries (not included) 


